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Description of Magnetic Stimulation Coils for Bone Growth 

--- 

Executive Summary 

Measurements and calculations were made to characterize the magnetic field patterns and 
waveforms for the (1) EBI - FLX-2 coil powered by an EBI control unit and (2) Physio- 
Stim Lite Model MDL No. 202L coil. 

The dB/dt waveforms were measured with a search coil and coil currents were measured 
by inserting a small sense resistor into the windings. Each coil produces a burst of pulses 
with overall parameters described in the table at the site of maximum dB/dt. 

Description Value for PhysioStim Value for EBI 
Burst period 0.067s 0.070 s 
Number of pulse pairs in a burst 21 20 
Average dB/dt of pulse 1 16.4 T/s 46 T/s 
Average dB/dt of pulse 2 -4.6 T/s -7.8 T/s 
Duration of Pulse 1 66 ps 30 ps 
Duration of Pulse 2 192 ps 2oolls 
Magnetic field at center for I = 1 A. 1300 PT 1010 PT 

The overall waveform shapes are similar, but a principal difference is that the Physio- 
Stim device has a two times broader duration of “Pulse 1 ‘I. 

The EBI coil has no magnetic material and the dB/dt distribution can be calculated 
readily from a modeling of the coil winding pattern. The Orthofix coil has a magnetic 
core of approximate lhickness 0.5 mm. The magnetic field pattern could be predicted 
with a finite element calculation. However, the qualitative geometry for the Physio-Stim 
field pattern can be obtained with an air-core calculation, since the magnetic material 
effectively multiplies the field produced by the air core. 

An important difference between the two coils is the principal direction of dB/dt relative 
to the normal of the arc (y-direction) for the two coils. For the EBI coil, dB/dt is in the y- 
direction, whereas for the Physio-Stim coil dB/dt is in primarily in the x-direction. The 
differences in the dB/dt pattern are due to the very different winding patterns of the two 
coils. 
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1. Introduction and General Considerations 

A magnetic stimulation coil applies a time varying magnetic field to tissue. By Faraday’s 
law of induction an electric field is induced in the tissue. Magnetic stimulation 
waveforms are essentially at audio frequencies, with effective pulse widths ranging from 
approximately 10 ps to 1 ms. 

Current is applied to a magnetic stimulation coil. The time varying magnetic field at 
some point is expressed as 

dI 
where B, is the magnetic field at a point due to unit current in a coil and - is the 

dt 
derivative of the current. The magnetic field pattern BI is entirely due to the winding 
pattern of the coil. Based upon the known winding pattern, BI is determined by use of the 
Biot-Savart equation, 

If there is magnetic material in the coil, then a finite element method may be needed for 
calculation of BI. 

In this report, we illustrate analysis of two magnetic stimulation systems for bone growth: 
(1) EBI - FLX-2 coil powered by an EBI control unit and (2) Physio-Stim Lite Model 
MDL No. 202L coil. 
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2. Coil Descriptions, 

2.1 EBI coil. 

Figure 1 shows the E:BI coil with part of the winding exposed. As an aid to understanding 
this coil, it is a.ssume:d that it is wrapped on a cylinder and to have rectangular 
dimensions. (A more refined approximation would be to use an ellipsoidal geometry.) 
The metal in the windings is apparently aluminum since it has a silvery color, can not be 
soldered and seems mechanically flexible. Aluminum would be a good choice for the 
metal in the wire since it has low density and high conductivity. 

Figure 2 depicts the subtended coil with width 2W and height h. The z-direction is along 
the axis of the cylinder. The parameters describing the coil are 

& - radius of curvature 
Inner-0 - inner dimension of coil in the circumferential direction 
Outer-0 - outer dimension of the coil in the circumferential direction 
Inner-z - inner dimension of the coil in the z-direction 
Outer-z - outer dimension in the z-direction 

By geometry: 

Outer-6 -1 W =sin -- 
24 t 1 4: 

Parameters for the El31 coil are summarized in Table 1. Figure 3 shows the modeled 
winding pattern. Figure 4 shows the calculated magnetic field pattern in the x-y 
symmetry plane of the simulated EBI coil in Fig. 3. 

I Parameter 1 EBI Coil / 

I Outer 8 1 19Omm I 
Inner z 
Outer-z 

Jc 
Number turns 100 

Table 1. Parameters for approximating the EBI coil. 
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Figure 1. EBI coil with part of windings exposed. The resistors are for measurement of 
current through the coil. The x-direction is along the strap. The y direction is 
perpendicular to the plane of the strap. The z-direction is in the plane of the strap and 
perpendicular to the x-direction. 

Figure 2. Dimensions of coil that is described as an arc on a cylinder. The x-direction is 
along the strap. 
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Figure 3. Model winding pattern for the EBI coil. 











Figure 8. End view of the Physio-Stim coil after cutting. There is a magnetic core made 
from approximately 25 pm thick sheets of metal magnetic material with a total thickness 
of about 0.5 mm. The core is enclosed in a hard plastic cover this in turn is covered by a 
soft fabric-like material. 
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Layout for Physio coil 
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Figure 9. Approximate model for the Physio-Stim coil. The magnetic core is not 
included in the calculation. 

12 



hkgnetic field pattern in mid-plane for Physio coil 
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Figure 10. Magnetic field map inside the model Physio-stim coil shown in Fig. 9.. 



3. Sensing Coil and Calibration 

Figure 11 shows the sense coil for measuring dB/dt and the calibration coil. The sense 
coil has an average dliameter of about 11 mm and about 300 turns. Thus the effective area 
should be about 0.029 m2. 

To calibrate the sense coil, a current was applied to the calibration coil and the resulting 
voltage in the sense coil was measured. The calibration coil has ten turns with a diameter 
of 98.5 mm and a height of 13.5 mm. There is a series 48.8 Q resistor for current 
measurement. The sense coil was aligned on the axis of the calibration coil and the center 
of the sense coil was a distance of 20 mm above the center of the calibration coil. At 
2=20 mm, the calibration coil is calculated to have a magnetic field of 
1.01 x 10” T/A. 

AC waveforms from 10 kHz to 80 kHz were applied to the calibration coil. The peak to 
peak voltage was constant at 4.91 V over this range and, neglecting inductance of the test 
coil, the current is 1010 mA. Table 2 provides the measured voltages in the sensing coil as 
a function of frequency. 

Table 2. Voltage measured in sense coil as a function of frequency. 

The voltage is approximately linear with frequency up to 30 kHz. The measurement at 20 
kHz will thus be used for the calibration. 

We seek the area turns product for the sense coil. 

V sense =38.4mV= (N xa~~a)~=(Nxar~~)(2r)(20kNz)(0.k4)(1.01x10-4 T/A) 

Solving yields that N x Area = 0.030 m2. This area is quite consistent with the 
estimated effective area of 0.029 m2 based upon the sense coil diameter and number of 
turns. 
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Figure 11. Sense coil and the larger coil for calibration of the sense coil. The diameter of 
the sense coil is about 11 mm and there are about 300 turns. The diameter of the IO-turn 
calibration coil is 98.5 mtn. 
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4. Measurements on EBI coil 

Figure 12 shows the EBI coil with the sense coil at y--4 cm and oriented along B,. 
Consistent with Fig. 4, this orientation yielded a maximal induced voltage. 

Figure 12. Test coil inside the EBI stimulator coil. As shown, the test coil is sensitive to 
B,. This configuration yielded the maximum induced voltage. (The induced voltage will 
be greater near the windings, but that is not clinically relevant.) 

4.1 EBI Waveform Characterization 

The EBI stimulator outputs bursts of rectangular dB/dt pulses. The burst period is 70 ms, 
as is shown in Fig. 13. Within each burst (see Figs.14 and 15), there are 20 pairs of 
pulses. The durations of the pulses in a pair are about 30 ps and 200 vs. The dB/dt values 
are 46 T/s and 7.8 T/s. The average voltage in the pickup coil must be zero in accordance 
with Faraday’s law of induction. The dB/dt ratio is 5.9 and the duration ratio is 6.7. The 
agreement is reasonable considering that the pulses are not perfectly rectangular. 
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In order to measure the current, a 5.1 a sense resistor was placed in the windings as 
shown in Fig. 16. Figure 17 shows the current waveform. The peak to peak voltage is 
4.65 V, which corresponds to a current change of 0.91 A through the 5.1 a sense resistor. 
The current swing occurs over a duration of about 25 vs. Hence dI/dt = 36,400 A/s. From 
the calculation, the magnetic field at x=0, y=O.O4, z=O in the center of the EBI coil is 
about 750 uT/A. Then the predicted dB/dt = (750 x lo4 T/A)(36,400 A/s) = 27.3 T/s. 
This compares with the measured dB/dt of 46.4 T/s. Measured and calculated dB/dt are 
in somewhat reasonable agreement given the approximation in estimating waveforms, 
coil geometry, and number of turns in the coil. 

Figure 18 shows the dB/dt waveform with the sense resistor in place. The waveform is 
nearly the same as in Figs. 13, 14, and 15. The sense resistor thus results in minimal 
alteration of the dB/d.t waveform. This is to be expected since the inductance of the coil 
requires the use of a high-voltage driver circuit and thus the voltage across the sense 
resistor is small compared to the overall voltage. 
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Figure 13. Oscilloscope trace showing burst period for the EBI coil. The time scale is 20 
ms/division. 



---.~~--~--~-~!-!--~-- - 

Figure 14. Oscilloscope trace showing dB/dt within a burst for the EBI coil. The positive 
voltage amplitude is 1.391 V and the negative voltage amplitude is 0.234 V, which 
correspond to dB/dt values of 46 T/s and 7.8 T/s, respectively. 
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Figure 15. Detail of Z! waveforms in a burst for the EBI coil. 
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Figure 16. Exposed EBI coil with 5.1 Q sense resistor to measure current. 
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Figure 17 (a) . Voltage waveform across the 5.1 R sense resistor for the EBI coil shown 
in Fig. 16. . The peak to peak voltage is 4.65 V, which corresponds to a current change of 
0.91 A through the 5.1 C2 sense resistor. 
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Figure 17(b). Current in entire burst for the EBI generator. There is a net DC current 
during the burst. 
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Figure 18. dB/dt waveform for the EBI coil with the sense resistor in circuit. The sense 
resistor has minimal impact on the waveform. 
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4.2 dB/dt Measurements for the EBI Coil 

Figure 19 shows dBy/dt vs. y for the EBI coil for three values of z. in the x-y plane, By 
is approximately constant, consistent with the pattern in Fig. 4. Amplitudes of dBx/dt and 
dBz/dt are show in Figs. 20 and 2 1. As expected these latter two field components are 
much less than dBy/dt. 

dByldt us y for EBI coil 
a I I I 

I 

Figure 19. Peak to peak dBy/dt vs. y for EBI coil. x=0 and z is 0,20 mm or -20 mm. 
(y=O is in the plane of the strap. See Figs. 2 and 3 for coordinate definitions.) 
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Figure 20. Peak to peak dBx/dt vs. x  for EBI coil. y=O and thus the measurements are 
made in the plane of the strap. 
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dBrldt vs z far EB I coil 
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Figure 2 1. Peak to peak dBz/dt vs. z  for EBI coil. y==O and thus the measurements are 
made in the plane of the strap. 
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5. Measurements OJI the Physio-Stim Coil 

5.1 Physio-Stim Warveform Characterization 

Figure 22 shows the sense coil in the Physio-Stim coil and Figs. 23-25 show the 
waveforms. The burst period is 67 ms and there are 21 pulses in a burst. The dB/dt 
values are 16.4 T/s and -4.6 T/s and the pulse durations are 66 ps and 192 ps. The ratio of 
dB/dt and the pulse durations are equal to within 10%. 

Figure 22. Physio-Stim coil with sense coil in a location that yields the maximal signal. 
Note that the maximal dB/dt is in the horizontal direction. 
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Figure 23. Burst dB/dt waveforms for the Physio-Stim coil for sense coil configuration 
shown in Fig. 22. The burst period is 67 ms. 
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Figure 24. Train of dB/dt pulses for the Physio-Stim coil. The dB/dt values are 16.4 T/s 
and -4.6 T/s. Pulse durations are 66 ps and 192 ps. 
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Figure 25. Detail for pulses in Fig. 24 for the Physio-Stim coil. 
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A 5.2 R resistor was placed into the Physio-Stim coil in order to measure the currents. 
Figure 26 shows the stimulator with the sense resistor in the windings. 

Figure 27 shows the current pulses in a burst and Fig. 28 shows a detail of the current 
pulses for the first part of the waveform. The peak to peak current is 0.82 A, as 
determined from the voltage across the sense resistor. The current waveform is 
approximately symmetrical with a lower value of -0.373 A and an upper value of 0.45 A. 
The change in magnetic flux density is in the horizontal direction inside the coil is 

AB=~xpuLse~widrh=(16.4T/s)(65ps)=lO66pT ) 

The magnetic field per unit current is thus 

B,*= 1066M 
0.82 A 

=1300pTIA 

Assuming an air core and the model geometry of Fig. 9, the calculated magnetic field is 
24.2 pT/A. Thus the presence of the magnetic core increases the magnetic field by a 
factor of 13OOi24.2 =I 53.7. This number is the effective permeability. 

Thus the magnetic material in the core increases the magnetic field per unit current by a 
factor of approximately 50. This has the effect of a considerable reduction in the power 
loss in the copper wire in the core. 

Measured and calculated magnetic field per unit coil current are in much better 
agreement for the EBI coil since this coil does not contain ferromagnetic material. The 
flux density change of the EBI coil is 920 pT and the peak to peak current is 0.91 A. The 
magnetic field per unit current is thus 1010 pT/A. This compares with the predicted 
value of 750 VT/A. 

Figure 30 shows the dB/dt for the Physio-Stim Lite with the sense resistor. The peak to 
peak voltage amplitude from the sense coil is 594 mV. This is essentially identical to the 
value of 639 mV shown in Fig. 25 for the intact coil. The sense resistor is thus concluded 
to have a minimal effect on the current flow. 
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Figure 26. Physio-Stim lite with 5.2 R resistor inserted into the winding for measurement 
of the current. 
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Figure 27. Current vs. time in the burst train for the Physio-Stim Lite. The peak to peak 
current is 4.28 V, which corresponds to a current of 0.82 A through the 5.2 0 sense 
resistor. The current waveform is approximately symmetrical with a lower value of - 1.94 
V (-0.373 A) and a upper value of 2.34 V (0.45 A). 
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Figure 28. Detail of Ihe current waveforms in Fig. 27. The rise time from minimum to 
maximum current is 192 ps and the fall time is 66 p. 
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Figure 29. Location of evaluation of dB/dt for the Physio-Stim Lite with the sense 
resistor enclosed. 
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Figure 30. Measured dB/dt waveform for the first part of the burst for the Physio-Stim 
Lite configuration shown in Fig. 29. Note that the first pulse has a width half that of the 
other narrow pulses in the train. 
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5.2 dB/dt Measurements for the Physio-Stim Coil 

Figure 3 1 shows the measured dBx/dt for different distances y from the plane of the base. 
The magnetic field was found to be primarily transverse in the cross section of the coil, 
consistent with the qualitative expectation of Fig. 7. 

Figure 32 shows measured dBy/dt vs. y for different values of x. At x=0, the field is 
entirely transverse and dBy/dt is minimal. For an off-center scan, x= 20 mm and x = -20 
mm, there is a significant value of dBy/dt. However, the maximal dBy/dt in Fig. 29 is less 
than half of the value of that dBx/dt in Fig. 28. 
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dBwldt vs. x for Physic-Stim coil z=O 
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Figure 3 1. Measured dBx/dt vs  x  for the Physio-Stim coil. z=O. (See Figs. 7 and 9 for 
coordinate definitions.) 
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dByk& vs. y far Physic&ii cdl z=O 
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Figure 32 Measured dBy/dt vs. y  for different values of x. 
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6. Waveform characterization 

To describe the waveform, we use the current waveforms in Fig. 17 for the EBI coil and 
Figs. 27 and 28 for the Physio Stim coil. The ramps of the current waveforms can be 
described as exponential ramps. Consider first the PhysioStim coil since the current 
waveform is simpler. Figure 28 and repeated here for convenience. On Fig. 33 are 
annotated the current rise and fall times tr and tf, respectively. 

Figure 33. Current waveforms for the PhysioStim Stimulator. The peak to peak amplitude 
is 0.82 A. (This is the same graphs that is in Fig. 28.) 

cf> -- 
Figure 34. Equivalent circuit for the generator of the current waveforms. A voltage 
source is in series with a resistor and inductance. 

410850 



From the equivalent circuit, we see that application of a uniform voltage will result in an 
exponential ramp of the current. We need a general expression for the current during an 
exponential ramp. A;ssume the current is 11 at time tt and 12 at time t2. The time dependent 
current can be written as 

1(t)=M(l-exp(-(t-tt)/r)) +Iofl (6-l) 

where z is the time constant AI is current to fit the curve and 1,~ is an offset current. 
From the condition that the current is (11,12) at time (t&), we obtain 

Iof = II (6-2) 

AI= I2 -4 

l- exp(-(t2 -t,)lr) 
(6.3) 

We need general expression for the current during an exponential ramp. Assume the 
current is It at time tr and 12 at time t2. The time dependent current can be written as 
The time derivative of the current is then 

dI AI 
z- r 

--exp(-(f--t,)/r) 

-=B !% dB 
dt I dt 

where BI is the magnetic field per unit current, which will depend solely on the coil 
geometry. 

From Fig. 28, for the PhysioStim coil, t, = 192 ps , tr = 66 ps. The minimum and peak 
currents are -0.372A and 0.45 1 A, respectively. Figures 35 and 36 show the calculated 
current and dB/dt waveforms. 

The fitted current waveform in Fig. 35 is in good agreement with the measured current 
waveform in Fig. 27. Similarly, the fitted dB/dt waveform in Fig. 36 is in good 
agreement with the measured dB/dt waveform in Fig. 24. 
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Figure 35. Approximated current waveform for the Physio-Stim coil using tr = 192 ps , tf 
= 66 ps , zr = 1  ms, +cf= 1  ms, 11 = -0.372 A, and 12 = 0.451 A. Upper plot is an expansion 
of the lower plot. 

430852 



Generated dBldt waveform for Physio-Stim Coil 
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Figure 36. Approximated current waveform for the Physio-Stim coil using tr = 192 ps , tf 
= 66 ps , zr = 1 ms, *cf = 1 ms, 11 = -0.372 A, 12 = 0.451 A, and BI = 1.3 x10m3 T/A. Upper 
plot is an expansion of the lower plot. 
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Figure 37. Current waveform for the EBI coil. Times are tr = 26 ps, tf =208 vs., and t, = 
40.5 ps. Voltage levels at t=(O, tr, tm, tr+tf) = (-3.0 V, 1.594 V, 0 V, -3V). The sense 
resistor is 5.1 Q and thus the currents are (-0.588 A, 0.3 125 A, 0 A, -0.588 A) 

Figure 37 shows part of the current waveform for the EBI coil. There are three critical 
times (tn t,,,, tf) and the corresponding time constants are (2, , rm, zr). Figure 38 shows 
generated current waveforms for the EBI coil. The general shape matches the currents in 
Figs. 17(a) and 17(b). However, the transition at the zero crossing is more abrupt in the 
model than in the measurement. Figure 39 shows the generated dB/dt waveform. The 
positive pulses are in good agreement with Figs. 17 and 18. However, the negative spike 
in the calculated dB/dt waveform is more pronounced than in the measured one. Part of 
the reason is the imprecision in the approximating the downward going part of the dB/dt 
waveform by sections of exponentials. Another factor would be the low pass filtering 
effects of the inter-winding capacitance of the sense coil and the EBI coil. Eddy currents 
in the winding could also result in loss pass filtering of the dB/dt waveform. 
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Generated current waveform for EBI Coil 
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Figure 38. Approximated current waveforms for the EBI coil. 

460855 



Generated dBldt waveform for EBI Coil 
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Generated dBldt waveform for EBI Coil 
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Figure 39. Approximated dB/dt waveforms for the EBI coil. Times are tr = 26 ps, tf =208 
ps, and t, = 40.5 ps. Voltage levels at t=(O, tr, t,,,, tr+tf) = (-3.0 V, 1 S94 V, 0 V, -3V). 
The sense resistor is 5.1 Q  and thus the currents are (-0.588 A, 0.3125 A, 0 A, -0.588 A). 
BI = 1 .O 1 x  10” T/A and time constants are 1 ms. The negative tail on the dB/dt 
waveform is low pass filtered by the EBI coil and the pick-up coil. 
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